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Introduction
Percutaneous coronary interventions (PCIs) are rela-

tively safe, and the complication rate is low in compar-
ison to cardiac surgery revascularization. The incidence 
of broken or retained PCI equipment is about 0.1–0.8% 
[1]. We report a successful retrieval of a fractured guide 
wire by using a  percutaneous catheter Amplatz Goose-
Neck Snare and Microsnare Kit (Covidien, Plymouth, USA), 
which was complicated by stent deformation in the form 
of rolling up its distal part after retracting a piece of the 
guide wire. This artificial damage to the implanted stent 
was initially ineffectively treated with balloon angioplasty  
and finally successfully with double drug-eluting stent 
(DES) deployment.

Case report
The patient was a 60-year-old man, with effort angina 

class II, admitted to our hospital for elective PCI of the left 
main coronary artery (LMCA) and the left anterior descend-
ing coronary artery (LAD). The patient was a heavy smoker 
for more than 40 years, with arterial hypertension, heart 
failure, hypercholesterolemia, obesity, and osteoarthritis of 
the spine. The patient had been diagnosed with myocardi-
al infarction 2 weeks before, and primary PCI of the right 
coronary artery with DES implantation was performed pre-
viously. His prior myocardial infarction was complicated by 
non-sustained ventricular tachycardia including torsades 
de pointes. Angiography revealed significant lesion in the 
distal LMCA and proximal LAD, which were confirmed by 
intravascular ultrasound (IVUS) (Figures 1 A, 2 A). The pa-
tient was qualified for the second stage of endovascular 
revascularization by heart team council. At admission the 
patient was stable, without clinical symptoms, cardiopul-
monary and respiratory aligned. A transthoracic echocar-

diogram showed a normal left ventricular fraction (50%) 
with hypokinesis of the posterior wall. 

We performed PCI of LMCA/LAD using the femoral ap-
proach. The 7 Fr extra back-up 3.5 (Medtronic, Inc. Minne-
apolis, Minnesota, USA) guide catheter was introduced. 
Then BMW Elite and Universal II (Abbott Vascular, Santa 
Clara, California, USA) guide wires were introduced into 
the LAD, diagonal branch (Dg) 1 and Dg2. We implanted 
directly DES Xience PROX (Abbott Vascular, Santa Clara, 
California, USA) 3.0 × 28 mm in the LAD (Figure 1 B).  
Afterwards, post-dilatation was carried out with the 
non-compliant balloon catheter 3.5 × 12 mm EmergeTM 
(Boston Scientific, Marlborough, MA, USA). Additional 
post-dilatation was done with the kissing-balloons tech-
nique – balloon catheters 3.0 × 28 mm (LAD) and 2.0 ×  
15 mm (Dg2) (Figure 1 B d). The final effect was confirmed 
in IVUS (Figure 2 B). Afterwards, the Dg2 guide wire (Fig-
ure 1 B d) was removed and inserted into the circumflex 
(Cx) branch (Figure 1 B a) for final post-dilatation with the 
kissing-balloon technique of LMCA/LAD/Cx. Thereafter 
we deployed directly DES Xience PROX 4.0 × 33 mm in the 
LMCA and proximal LAD. Subsequently post-dilatation 
was performed with the non-compliant balloon catheter 
NC Quantum Apex (Boston Scientific, Marlborough, MA, 
USA) (Figure 1 C). The overlapping zone (Figure 1 B c) was 
located a few millimeters distally to Dg1 (Figure 1 B b)  
and proximally to Dg2 (Figure 1 B d). Unfortunately, 
during removal of the protective guide wire from Dg1 
fracture and separation of the distal part of the guide 
wire occurred (Figure 1 D). The retrieval of the separated 
guide wire was performed using an Amplatz GooseNeck 
Snare Kit and then a Microsnare Kit catheter (Figures 1 E 
and 3). Unfortunately, the control IVUS revealed that the 
distal part of the stent implanted in the LAD was rolled 
up by the trapped guide wire during retrieval (Figure 2 C). 
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Figure 1. Fluoroscopic images of coronary arteries. A – Cine image in left anterior oblique caudal (LAO) view of 
the left system angiogram showing significant disease in LAD and LMCA (marked with arrow). B – Cine image 
in right anterior oblique (RAO) cranial view of the stent deployment in the LAD (a – circumflex branch with 
guide wire; b – first diagonal branch with guide wire; c – overlapping stents zone; d – second diagonal branch  
after post-dilatation with kissing-balloons technique). C – Cine image in RAO cranial view of the stent deploy-
ment in the LMCA/LAD (marked with arrow). D – Cine image in RAO cranial view of the broken guide wire 
(marked with arrow). E – Cine image in RAO cranial view of the Amplatz GooseNeck Snare Kit Catheter with the 
broken guide wire (marked with arrow). F – Cine image in RAO cranial view of the final result
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We first decided to perform in-stent balloon angioplasty.  
However, our efforts were not efficient. Subsequently, we 
decided to implant two more DES in the distal part of the 
previously implanted stent to LAD Xience PROX 3.5 × 12 mm  
and in the proximal Xience PROX 4.0 × 12 mm. The final 
optimal result of PCI was confirmed through angiography 
and IVUS (Figures 1 F and 2 D).

Discussion
Excessive torquing and bending, forceful withdrawal 

of a catheter or stent which is entrapped due to arterial 
spasm, inappropriate handling of a catheter, reuse, man-
ufacturing flaws, inadvertent passage of a large catheter 
through smaller access site sheaths, polymer aging or 
a combination of mentioned factors could be the cause of 
catheter fracture [2, 3]. Additionally, too many protective 
guide wires located in small vessels could increase the risk 
of wire entrapment. Therefore, a  conservative estimate 
of the need to protect non-essential branches should be 
performed prior to the endovascular procedure. Nowa-
days, the leading opinion is that broken wires and cathe-
ters need to be removed, because the remnants could be 
a nidus for vessel wall injury, thrombosis, infarctions or 
arrhythmias. In some cases such complications could be 
life-threatening and conversion to open cardiac surgery 

is inevitable. A recently published large literature review 
concerning the management of retained intervention 
guide-wires revealed that among 67 included patients 
surgical extraction was performed in 29 (43.3%) cases, 
percutaneous therapy was used in 28 (41.8%) cases, and 
in 10 (14.9%) cases conservative therapy was applied [4]. 
Noteworthy is that floppy wires were used in most cases 
[4]. Nevertheless, endovascular removal is easier, faster, 
more elegant and usually less disabling for the patient. 
Cardiac surgery in urgent mode is associated with sig-
nificant morbidity and mortality, and consists of bypass 
surgery, direct coronary arteriotomy or aortotomy. There 
are many available devices and techniques which can 
be used for percutaneous retrieval of broken wires and 
catheters including stenting against the vessel wall, snare 
loop, double or triple wire techniques, bioptome, Tornus 
micro-catheter, deep-guide wire catheter wedging with 
balloon inflation and pigtail catheter [4, 5]. Vascular or 
stent complications are usually most efficiently diagnosed 
by IVUS [6]. Failure of the retrieval procedure may result in 
ischemia due to coronary thrombosis, new fragmentation, 
coronary spasm, obstruction or arterial dissection and 
rupture complicated by tamponade and cardiac surgery 
[4]. In some cases operators decide to leave the fractured 
part of the wire in the artery, which is pro-thrombotic. In 
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Figure 2. Intravascular ultrasound captures: A – LAD stenosis before PCI (marked with arrows). B – After PCI 
of LMCA/LAD. C – Stent deformation in LAD (marked with arrows). D – Final picture after deployment of two 
additional stents
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the current case, the Amplatz GooseNeck snare catheter 
was used for removal of the broken guide wire, and its 
effectiveness and usefulness have been demonstrated in 
numerous studies [7, 8]. Unfortunately, the retrieval pro-
cedure was complicated by partial rolling up of the stent 
deployed in the LAD. Ballooning of the rolled stent did not 
bring a satisfactory effect, so we decided to place addi-
tional stents. This raises the question: is it worth remov-
ing the wire trapped by the stent? The rate of stent throm-
bosis in patients after PCI with DES implantation ranges 
from 1.4% to 1.8% in 3-year follow-up [9], while the risk 
of thrombosis in artificially deformed stents is not sup-
ported by evidence-based medicine. In selected patients 
it seems to be reasonable to leave the guide-wire in situ. 
Such treatment may be justified in patients with distal-
ly occluded or small vessels [4]. These individuals require 
close follow-up and urgent surgical treatment if ischemic 
events occur. Answering this question would be possible 
after completion of an analysis on a  large group of pa-
tients. In the case of a watch-and-wait approach, the per-
sonal risk of thrombosis and hemorrhagic complications 
must be estimated. Additionally, this way usually requires 
control angiography in the future and more intensive and 
prolonged antiplatelet therapy. In the current case we de-
cided to perform PCI with stent implantations in the place 
of the deformed stent. Based on our experience, this pro-
cedure is safer and more comfortable for the patient. 

Conclusions
We confirmed the usefulness of the Amplatz Goose-

Neck snare catheter in the hands of an experienced in-

terventional cardiologist and in specific circumstances. 
However, the way of further treatment necessitated by 
artificial deformation of the previously implanted stent 
after the retrieval procedure is still under discussion and 
should be investigated in further studies. Undoubtedly, 
this type of retrieval procedure should be performed with 
the background of cardiovascular surgery team. More-
over, it has to be considered that implantation of sub-
sequent stents and increase of their number and length 
bring increased risk of thrombosis and restenosis. And  
finally, the risk of guide wire disruption could be de-
creased by minimizing the number of guide wires in use, 
minimal manipulation of the guide wire, and by remov-
ing side branch wires before left main stenting. 
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Figure 3. Photographic images: A – The Amplatz GooseNeck Snare Kit Catheter with the broken guide wire. 
B – The broken distal part of the guide wire. C – The Amplatz GooseNeck Snare Kit Catheter
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