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Image in intervention
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A  32-year-old patient with a  single chamber im-
plantable cardioverter-defibrillator (ICD) was admitted 
to a cardiological ward due to recurrent episodes of fe-
ver since 1 month before. Blood tests showed a slightly 
elevated C-reactive protein (CRP) level without leukocy-
tosis or procalcitonin increase. The transthoracic echo-
cardiography (TTE) examination revealed a  vegetation 
(29 mm × 6 mm) in the lower right atrium connected 
with the lead; the image was confirmed in transesoph-
ageal echocardiography (TEE). Negative blood culture 
was only probably negative due to the antibiotic ther-
apy. The patient was diagnosed with lead-related in-
fective endocarditis (LRIE), received modified antibiotic 
therapy and was initially qualified for the surgical ex-
traction of the ICD system, but he did not agree to sur-
gery. After consultation with the referential transvenous 
lead extraction (TLE) center the patient was qualified 
for TLE. Preoperative fluoroscopy revealed an interest-
ing finding – ICD lead externalization was observed at 
the same location as the previously described vegeta-
tion. The TLE procedure was performed under general 
anesthesia in a hybrid operating room with intraoper-
ative TEE monitoring and cardiac surgical standby. Due 
to the presence of a relatively large vegetation, a special 
nitinol basket was introduced into the main pulmonary 
artery for pulmonary circulation protection. The lead 
was removed using a Byrd dilator sheath (Cook, USA). 
Although during the procedure the vegetation was frag-
mented (only small parts were caught by the basket) 
there were no clinical signs of pulmonary embolism. 
There were no periprocedural complications. Postoper-
ative examination of the extracted Riata (St. Jude Med-

ical, USA) defibrillating lead showed significant cable 
externalization with remnants of the vegetation and 
relevant lead degeneration (Figure 1).

Lead externalization is relatively common among Ri-
ata leads. However, in the literature we may find cases 
of such a  phenomenon in different leads produced by 
different manufacturers [1]. The mechanism of external-
ization of Riata leads is related to their specific construc-
tion. Inside there are several conductors which may move 
relative to the insulation, leading to its further damage 
– ‘inside-out abrasion’. In some research there was no 
evident correlation between lead externalization and 
electrical failure [2], but a  large Canadian registry con-
firmed the impact of externalization on lead failure [3]; 
in our case the electrical parameters of the ICD system 
remained stable. The influence of lead externalization on 
LRIE development has not been investigated yet; there 
are only a few similar reports [4]. An externalized cable 
might be thrombogenic. A  thrombus formation around 
the location of externalization may become the origin 
of a  further infection. According to the recent reports, 
some patients with vegetations even exceeding 4 cm in 
diameter underwent TLE, avoiding cardiac surgery. How-
ever, the decision of the extraction method was made 
individually considering the total vegetation volume, the 
degree of infiltration of heart structures and the real risk 
of severe pulmonary embolism [5]. In clinical practice the 
decision of removal of a functional lead with present ex-
ternalization remains problematic. Apart from possible 
electrical failure one should have in mind the fact that 
exposed internal lead conductors might be the chief sites 
of serious infection.
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Figure 1. A  – Transvenous lead extraction pro-
cedure with pulmonary vascular bed protection,  
B – TEE image showing a large vegetation, C – ex-
ternalization of a lead
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