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Total aortic arch replacement is one of the most de-
manding of cardiovascular surgical procedures despite 
advances in related surgical technique and anesthesiolo-
gy. In a recent retrospective study of 3265 patients who 
underwent open total arch replacement, in-hospital mor-
tality at specialized centers was 10.8%, and permanent 
neurologic deficit rate was 6.8% [1]. Zone 0 hybrid arch 
exclusion has similar mortality (10.3% vs. 10.2%) and 
permanent neurological deficit (8.9% vs. 6.2%) as open 
total aortic arch replacement [2]. Given this situation, the 
less invasive alternative of thoracic endovascular aortic 
repair (TEVAR) seems alluring. But total arch TEVAR faces 
several challenges, the principal ones being preservation 
of flow into all the aortic arch branches despite cover-
ing their ostia with the arch endograft and avoiding in-
tra-procedural cerebral embolization. Several other prob-
lems may be encountered during arch TEVAR, which may 
be anatomic (tortuous arch, type-3 arch, Gothic arch), he-
modynamic (due to the force of left ventricular ejection), 
device-related (inability to conform to arch anatomy and 
material fatigue) and access-related (lack of suitable 
large-bore femoral access, iliac disease and aortic tortu-
osity) [3]. One or more of these factors may conspire to 
cause device delivery failure, malposition, malapposition 
and ultimately treatment failure.

Branched TEVAR, using inner branched devices, is 
one of two main methods of total arch endovascular 
repair [4]. The double inner branched arch endograft 
(Cook Medical, Bloomington, IN, USA) has been the most 
investigated; early results in 38 patients (technical suc-
cess 84.2%, 30-day mortality 13.2%, cerebrovascular 
complications 15.8%) were not optimal [5], but later out-
comes with this device have been much better [6]. The 
technique requires a left carotid to left subclavian bypass 
to preserve flow into the latter, unless a three-branched 
version of the endograft is used [7]. There are other lim-

itations: the device has to be custom made, does not 
appose the aortic wall in the branch-bearing section, has 
fixed orientation of branches, requires a right carotid or 
axillary cut-down for delivering the innominate stent, 
has its proximal sealing zone deep in the ascending aorta 
(where it may cover ostia of coronary bypass grafts) and 
the nose cone of the delivery system almost inevitably 
has to cross the aortic valve [8]. Outcomes obtained with 
another branched device designed for total arch TEVAR, 
the Relay double inner branched stent-graft (Terumo Aor-
tic, Glasgow, UK), have been disappointing: initial results 
in 24 patients revealed 16.7% in-hospital mortality and 
25% cerebrovascular event rate [9].

Fenestrated TEVAR is the other major method of to-
tal arch TEVAR. The main difficulty of fenestrated arch 
repair is accurate positioning of fenestrations; given the 
wide variation seen in aortic arch anatomy, customiza-
tion to suit individual anatomy is necessary, and off-
the-shelf devices are unlikely to work in a large segment 
of patients. In situ fenestration of arch endografts has 
been one way of dealing with this issue; however, when 
using this technique in total arch TEVAR, adjunctive 
procedures to maintain cerebral perfusion are required 
during the operation [10]. This technique could poten-
tially result in fraying of fenestration edges and cause 
type-3 endoleak.

Another approach to fenestrated arch TEVAR has 
been the use of non-sealing fenestrations that are much 
larger than the target arch branches and allow some 
flexibility in endograft positioning; these endografts 
are custom-designed to suit the patient’s arch anato-
my and may have stent struts going across them. One 
example is the Najuta semi-custom thoracic fenestrat-
ed stent-graft (Kawasumi Laboratories, Tokyo, Japan), 
which is loaded in a pre-shaped sheath appropriate for 
the patient’s aortic arch anatomy [11]. Another example 
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is the homemade double-fenestrated stent-graft report-
ed by Canaud et al. [12]. Deployment of covered stents 
through the fenestrations in these two devices will not 
produce local sealing or is not possible because of cross-
ing stent struts; sealing is achieved by apposition of the 
endograft to the aortic wall, and the technique is thus 
appropriate only for distal arch or inner curve pathology. 

Yet another approach to fenestrated total arch TEVAR 
is the use of physician-modified endografts with custom-
ized small (sealable) fenestrations and partial constrain-
ing of the endograft to enable manipulation of the endo-
graft in the arch to align the fenestrations and to create  
a perigraft working space for cannulation of arch branch-
es through the fenestrations. The technique of constrain-

Figure 1. A – Valiant Captivia thoracic endograft with three fenestrations meant for the innominate, left com-
mon carotid and left subclavian arteries respectively (from left to right). Short cuffs made of vascular graft are 
attached to each fenestration to improve sealing. Two pre-cannulating nitinol guidewires (purple arrows) are 
seen emerging from the left subclavian artery fenestration and returning through the other two. A figure-of-8 
radio-opaque marker (red arrow) is fixed on to the endograft at 12 o’clock position. B, C – Completion aorto-
grams obtained after deployment of the above endograft in a patient with distal aortic arch aneurysm. The 
figure-of-8 marker is seen on the outer curve of the endograft. Flow into the arch branches is preserved and 
there is no endoleak
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ing endografts using a longitudinal diameter-reducing 
wire was described by Oderich [13]. Recently Zhu et al. 
[14] reported use of this technique to constrain arch en-
dografts with both small and oversized fenestrations in 
total arch endovascular repair. Their diameter-reducing 
wire was located directly opposite (180 degrees away) 
from the fenestrations on the endograft; with correct 
endograft deployment, the fenestrations would face the 
outer curve and the wire would be on the inner curve of 
the arch; however the splinting effect of this wire could 
limit the ability of the endograft to flex on the side of 
the lesser curve and potentially lead to malalignment. 
Having this wire run along the aspect of the arch endog-
raft facing the outer curve is not appropriate as it would 
interfere with the fenestrations. In this issue of the “Ad-
vances in Interventional Cardiology” Kazimierczak et al. 
describe a novel technique of constraining arch endog-
rafts that overcomes the above problem by using dual 
lateral diameter-reducing wires located 90° away from 
the fenestrations; besides allowing greater constraining 
of the endograft, this technique restricts flexion of the 
endograft to the plane of the arch which may help align 
the fenestrations better [15].

Manipulation of constrained endografts to align fen-
estrations in the aortic arch increases the risk of embo-
lization, and therefore techniques that allow immediate 
and complete deployment of unconstrained fenestrated 
arch endografts in one go are preferable; the pre-requisite 
for this is a system for accurate positioning of fenestra-
tions. Use of externalized guidewires that pre-cannulate 
fenestrations in unconstrained arch endografts is one ap-
proach to total arch TEVAR that enables immediate and 
complete endograft deployment and ensures easy access 
through fenestrations into target branches [16]. Howev-
er, pre-cannulation of more than one fenestration with 
externalized guidewires is technically complex and limits 
its widespread use.

At our center we have moved away from externaliz-
ing pre-cannulating guidewires and have developed an 
alternative reliable and simple system for obtaining axial 
and rotational accuracy of fenestration position [4]. Cus-
tomized, sealable fenestrations with robust, radiopaque 
edges are created for all three arch branches, based on 
computed tomography angiography data, on a Valiant 
Captivia thoracic endograft (Figure 1 A, Medtronic Vas-
cular, Santa Rosa, CA, USA). A short cuff made of vascu-
lar graft is affixed to the fenestration edge to provide 
better sealing when required, as within an aneurysm 
zone or adjacent to an intimal tear. Cuffed fenestrations 
are pre-cannulated, but the wire is not externalized; 
instead, it loops back through another fenestration – 
catheters can ride up these wires to cross the respective 
fenestrations after which a parallel guidewire can be 
passed through the catheter into the target arch branch.  
A radiopaque figure-of-8 marker is fixed at the 12 o’clock 

position on the endograft and brought up just under the 
endograft cover during re-sheathing. Correct rotational 
orientation is obtained by appropriate rotation of the 
endograft delivery system as it rides up a stiff guidewire 
from the descending aorta into the arch: the figure-of-8 
marker should be seen on edge at the outer curve of 
the arch when viewed fluoroscopically, orthogonal to the 
plane of the arch. Correct axial orientation is obtained 
by positioning the left carotid artery fenestration just 
ahead of a taut guidewire passing from the left carotid 
artery to the left femoral artery (this wire marks the pos-
terior margin of the left carotid artery origin accurately). 
The endograft is not constrained in any way and once in 
position, it is fully deployed in one go (achieving max-
imal wall apposition immediately and trapping aortic 
debris underneath). Short self-expanding covered stents 
(Fluency; Bard Peripheral Vascular, Tempe, AZ, USA) are 
usually deployed within the fenestrations (Figures 1 B, 
C). The technique is completely percutaneous, using 
only 4 Fr or 6 Fr arterial accesses other than the large 
endograft delivery access. The ease and success of the 
technique have convinced us that total arch TEVAR us-
ing fenestrated endografts is ready to replace open and 
hybrid arch surgery in most situations. Industrial manu-
facture of such customized fenestrated arch endografts 
would be the next logical step to enable widespread use 
of the technique.
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