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A b s t r a c t

Introduction: Laparoscopic adjustable gastric banding (LAGB) is considered to be a very effective minimally invasive
procedure for treating morbidly obese patients. Nevertheless, there are numerous complications that a good surgeon
should be aware of. Most of them have been widely presented in the literature.
Aim: In this study we would like to focus on the rare but important complication which is ante-gastric positioning of
the band.
Material and methods: Between January 2005 and May 2008, 122 patients (88 female and 34 male) with mean body
mass index (BMI) of 48.5 kg/m2 (range 35-80 kg/m2) underwent LAGB procedure. The average time of hospitalization
was 2.47 days. The first radiological control with band calibration was performed 6 weeks after the operation. Con-
secutive follow-up depended on the percent excess weight loss (EWL%).
Results: Of the 122 patients, 4 (3.3%) presented herein had a band misplaced in the ante-gastric position. There were
three out of five surgeons who faced complications of this type. The most and the least experienced team members
avoided misplacing the band. Two physicians encountered it at the beginning of their learning curve, and for one it
was not related to the process of education. Among other postoperative complications there were two incidents of
band slippage, 2 patients had their port localization corrected and in one case drain disconnection occurred. There
were no mortalities.
Conclusions: Ante-gastric positioning of the band was the most common cause of obesity surgery failure in our group
of patients. It was very difficult to recognize during the typical postoperative checkups; hence there arose a question
whether it has been disregarded in other studies.
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Introduction

Laparoscopic adjustable gastric banding (LAGB) is
a valued bariatric procedure [1-4]. The efficacy of this
procedure has been widely presented [5-9]. There is
an increasing number of LAGB operations performed
worldwide each year [1, 2, 9] and therefore one must
analyse all related complications and causes of fail-
ure so that they can be easily prevented. Typical
problems are already well known and have been fre-

quently described [7-13]. In this article, the authors
would like to present a rare cause of bariatric surgery
failure, which is ante-gastric positioning of the
adjustable gastric band.

Material and methods

Between January 2005 and May 2008, 122 consecu-
tive patients had Swedish Adjustable Gastric Bands
implanted because of morbid obesity. All procedures
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were performed in the Department of General and Vas-
cular Surgery, Ceynowa Hospital, Wejherowo, Poland.

All interventions were performed laparoscopically
by entering through the pars flaccida of the hepato-
gastric ligament. The five-trocar standard technique
[6, 9] was used in each procedure. There were two
conversions to open surgery in the whole group.

Technique 

Pneumoperitoneum was achieved via the closed
technique with Veress needle insertion and abdomen
inflation up to 15 mmHg of CO2. The peritoneal cavi-
ty was inspected and all subsequent ports were
placed under visual control. The left liver lobe was
retracted upward and the lesser curvature of the
stomach with the pars flaccid was identified and
incised. The right crus of the diaphragm was
exposed. The peritoneum was incised at the point
intended for placement of the band. The laparoscop-
ic manipulator Goldfinger®, Ethicon Endo-Surgery,
was introduced through the dissected opening and
directed through the retrogastric fat tissue towards
the angle of His. In the next steps the fundus of the
stomach was released from the diaphragm and the
angle of His with the left crus of the diaphragm and
earlier implemented Goldfinger® were exposed. The
band was tested for proper functioning by immersing
it in NaCl and filling it with air. The band was inserted
into the abdomen through the 15-mm trocar. By
attaching the band to the Goldfinger®, it was pulled
around the back of the stomach through the opening
on the lesser curvature. The band-end tags were then
locked and the access port was connected and fixed.

Patient selection and perioperative period

In the presented series 72% (88) of patients were
female and 28% (34) were male. The body mass
index (BMI) was in the range of 35-80 kg/m2 (mean
48.53 kg/m2), and the average time of hospitalization
was 2.47 days (2-30 days) (Table I).

Indications for this procedure were BMI > 40 kg/m2

or 35 kg/m2 with concomitant diseases associated
with obesity. Prior to surgery each patient had two
consultations, during which the level of the patient’s
motivation was established. All included patients had
previously tried a few non-surgical modes of treat-
ment for morbid obesity.

The following examinations were performed
before admission:
– abdominal ultrasound scan,

– gastroscopy,
– surgical, endocrinological, anaesthesiological and

psychiatric consultations.
During the preoperative period, both antibiotic

prophylaxis (premedication with 2 g of cefazolin i.v.)
and antithrombotic prevention (standard dosage reg-
imen of low-molecular-weight heparin LMWH) were
given in all cases.

The first radiological control with potential band
fill up was performed 6 weeks after surgery. Subse-
quent control visits were carried out in correlation
with the level of excessive weight loss and the
appearance of lack of satiety.

Results

In four of our patients the mispositioned band
was found to be in the ante-gastric position, encir-
cling the adipose tissue (Figure 1 A-B).

There were 3 male patients (aged 37, 49 and 50
years with BMI 39, 48 and 54 kg/m2 respectively) and
1 female (aged 31 years with BMI 45 kg/m2). Each
patient was hospitalized for 2 days.

Taking into consideration the surgeons in the
bariatric team, three out of five had encountered
band misplacement. Only two surgeons had avoided
this complication. In the case of the third surgeon,
who incorrectly implanted the band twice, it hap-
pened at the beginning of his learning curve, during
the first and the third procedure (Figure 2). Also for
the second surgeon the discussed procedure failure
occurred at the beginning of the learning process,
during the fifth operation (Figure 3). The fourth sur-

Characteristic Value

Female Male Total

Number of participants 88 (72%) 34 (28%) 122

Mean age [years] 38.02 38.88 38.20

Mean height [cm] 165.49 178.63 168.29

Mean weight [kg] 128.38 167.94 136.82

Mean BMI [kg/m2] 47.27 53.16 48.53

Mean time of 2.43 2.63 2.47

hospitalization [days]

Mean points in ASA 1.91 2.56 2.06

Table I. Demographic data of patients who under-
 went LAGB

Band misplacement: a rare complication of laparoscopic adjustable gastric banding
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geon encountered band misplacement relatively late,
during his 22nd procedure (Figure 4). Among the
team, the lead surgeon (number 1) had the greatest
experience and the highest number of LAGB opera-
tions performed and none of his procedures were fol-
lowed by this type of complication (Figure 5). The
fifth surgeon executed the fewest operations and
also did not misplace the band (Figure 6).

Postoperative control and band calibration were
performed by two surgeons. Each of 4 patients with
the band in the ante-gastric region were subjected to
the first check-up 6 weeks after surgery and had
their band adjusted based on the assessment of

excess weight loss. Percent excess weight loss
(EWL%) 6 weeks after surgery was similar for each
patient and hold in span of the mean for the whole
group, which was 20.36% (6-36%).

Furthermore, the barium swallow study indicated
impression dependent on the band calibration that
did not differ from the radiological image of other
participants. It was probably due to band impression
on the ventricle cardiac area.

In 3 patients there was no weight change bet -
ween the first and the second control visit. In one
case during the second control the band was adjust-
ed to maximum volume and finally because of insuf-

Figure 1 A-B. Chest radiographs with the Barium Swallow showing the band misplacement in the antegas-
tric region
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Figure 2. The learning curve for surgeon number 3

y = –2.9567x + 100.03
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Figure 3. The learning curve for surgeon number 2

y = –4.9265x + 119.38
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ficient results on the third visit the misplacement
was identified. Two corrections of the band implan-
tation were done by open surgery, and laparoscopi-
cally in two other patients.

Among postoperative complications associated
with the band itself, band slippage was observed in 
2 cases (1.7%). One of the bands slipped near the
pyloric region without symptoms and an open proce-
dure was performed to correct its localization. In the
second case there was early slippage with gastric
frontal wall necrosis, stomach perforation and exten-
sive peritonitis. In this case emergency surgery was
performed to remove the band and sleeve resection
was done as the alternative bariatric procedure. Two
other patients in the presented series had their port
localization corrected under local anaesthesia. Dis-
connection of the port was reported in one case.
Reparation was performed laparoscopically. Type and
number of other complications were similar to data
from other papers [7, 13-16].

Discussion 

Typical complications of LAGB implantation have
already been frequently evaluated and presented.
Among them, one can list erosion, fluid leakage, band
slippage and migration. Additionally, there are com-
plications associated with port and tube connection,
for example, leakage, tubing rupture, and disconnec-
tion. Last but not least, we can encounter oeso -
phageal dilatation, pouch dilatation and stomach
stenosis [7, 10-13, 16-18].

Apart from those, there are rare complications,
such as injury of the small [10] or large intestine [11]
caused by disconnected tube or obstructive jaundice
as the result of incorrect band placement.

The issue of band implantation ante-gastrically
has been scarcely analysed in the literature. A Med-
line search using the phrases ‘band misplacement’
and ‘ante-gastric band implantation’ returned only
two articles.

The first broached the subject of radiological
imaging to diagnose complications after LAGB proce-
dures. Among 218 patients band misplacement was
identified in 2 patients (0.9%) during the routine 
radiological follow-up in the first month after the
operation [18]. The second article was a case report of
a patient with the band implanted around the hepa-
to-duodenal ligament [12]. Only when biliary peritoni-
tis with jaundice was detected 7 months after sur-
gery was the computed tomography and magnetic
resonance imaging done and misplacement identi-
fied. In the described cases laparotomy was per-
formed to remove the band.

In our material there were four patients in a group
of 122 (3.3%) with incorrect ante-gastric band
implantation and it was one of the most common
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Figure 4. The learning curve for surgeon number 4
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Figure 6. The learning curve for surgeon number 5
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Figure 5. The learning curve for surgeon number 1

y = –1.1064x + 99.012
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adverse events in this series. In comparison, there
were only 2 cases (1.7%) of band slippage.

Two out of five surgeons in our institution placed
the band incorrectly once and it was associated with
the learning curve. In one case, the failure occurred
late and most likely due to a random event. However,
it was avoided by two surgeons, one with the great-
est experience who performed the majority of LAGB
operations and another with only a few procedures
performed.

One can draw interesting conclusions from the
timing of the diagnosis of incorrect band localization.
During the first control, which usually takes place
between the 4th and 6th week after surgery, abnor-
malities are very difficult to recognize. This is due to
similar short-term weight loss results found in all
patients. Additionally, radiological images of the bari-
um swallow study were inconclusive.

Surprisingly, patients with band misplacement
lost weight in the early stage, probably due to post-
operative stress, liquid diet and compression made
by swollen tissue and band impression on the ventri-
cle’s cardiac region. Furthermore, this could explain
the phenomenon of proper barium swallow study,
during the first check-up, among patients with band
misplacement. Final diagnosis can be made when
lack of weight loss occurs and contrast medium is
applied directly to the band.

The question that arises is whether it is a very
rare adverse event or it is disregarded for different
reasons. In some publications, patients with unsatis-
factory results after LAGB are recognized [14]. Those
patients usually have their bands removed and they
are subjected to other procedures. If it was not possi-
ble to recognize misplacement during LAGB, hypo-
thetically the band may have been placed incorrectly.

It has been proven that among surgeons per-
forming less than 10 procedures of one kind per year,
the number of complications and mortality rate are
higher [19]. The number of complications triples in
centres with less than 100 bariatric operations per-
formed annually [6]. Therefore these data suggest
that band misplacement should be more frequent in
the small series being evaluated.

Currently, based on available data, it is difficult to
assess the actual number of ante-gastric LAGB
implantations. Therefore we submit that band mis-
placement is a more common cause of bariatric sur-
gery failure than cited in previous medical publica-
tions.
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