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Abstract 
We describe 2 unusual cases of vaginal dehiscence after intracavitary brachytherapy performed following robotic

laparoscopic hysterectomy (RLH) along with their management. This unusual complication, which may be more com-
mon because of the robotic procedures, can be prevented by careful examination and possible delay of the onset of
brachytherapy, if indicated. Our report reviews techniques of avoiding this complication and suggests that these com-
plications should be discussed with the patients. 
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Purpose
Vaginal cuff dehiscence and bowel evisceration is an un-

usual complication following standard trans-abdominal 
hysterectomy. However, this has been described after la-
paroscopic hysterectomy, including robotic laparoscopic 
hysterectomy [1,2]. We describe 2 cases of vaginal cuff de-
hiscence after intracavitary vaginal cuff high-dose rate bra -
chytherapy.

Cases
A 59-year-old Asian and 69-year-old Caucasian fe-

males having undergone uncomplicated RLH with node dis-
section, presented to us separately for vaginal brachythe -
rapy six weeks after surgery as part of their adjuvant
therapy. There were no risk factors for impaired healing.
A standard surgical procedure was used for the hysterec-
tomy and colpotomy was performed with monopolar
scissors, then approximated by running vicryl sutures. Both
were FIGO Stage 1B grade 3. The vaginal cuff was assessed
prior to the procedure and found to be intact. However, on
placing the vaginal cylinder and securing it in place, it slid
in more than expected with a gush of serosanguineous 
fluid. Planning CT scan images (Fig. 1) for patient 1 show
the cylinder displaced abutting the sacrum through the vagi-
nal dehiscence. Speculum examination revealed a complete
disruption of the vaginal cuff with some bowel protruding
through the disrupted cuff. This was confirmed to be a sig-
moid loop at the time of repair (transvaginal approxima-
tion of the vaginal cuff with absorbable suture) performed
under anesthesia. Both patients reported again for attempt -
ed brachytherapy 6 weeks after vaginal closure surgery. This

was possible in one but the other had strictures with de-
formation of the vaginal cuff making delivery of brachythe -
rapy impossible. 

Discussion
Vaginal dehiscence following total hysterectomy has been

reported rarely, with an increasing trend recently as the num-
ber of laparoscopic robotic hysterectomies increases [1,2].
At our institution we have performed a large number of such
procedures since 2007 and these 2 cases were not part of our
early series and in fact did not occur at the same time. This
has become the preferred procedure because of the patient
ease, reduced blood loss, length of hospital stay, and reduced
pain.

Our report is the first one (to our knowledge) describ-
ing this complication following vaginal brachytherapy.
Based on our experience it is difficult to predict which pa-
tient is prone to develop this complication. With an increased
role of vaginal brachytherapy in low to intermediate risk
patients with endometrial cancer [3]; this complication
should be carefully anticipated. During the procedure a sig-
nificant pressure results and if the cuff is not healed, this
can trigger dehiscence.

Our current approach includes careful examination of 
the vaginal cuff with inspection and firm but gentle digi-
tal palpation to rule out small dehiscence, which could
progress with pressure from cylinder insertion. We also rec-
ommend reproducible interfraction positioning of cylinder
by confirmatory fluoroscopy to verify placement and pro -
per inspection of the end of the cuff therapy for bleeding
or serosanguineous discharge to rule out possible dehis-
cence. Using these techniques, we have not had any further
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dehiscence. Delaying the onset of vaginal brachytherapy
may be indicated if healing is suspected. Attention to meti -
culous suturing techniques and delayed absorbable sutures
like PDS by the surgeon will also reduce the risk [4]. Patients
should be informed about this possibility by the surgeon
as well as the radiation oncologist and we have included
this routinely in our discussion of complications for the pa-
tient.

Conclusions 
Vaginal dehiscence following total hysterectomy is

a rare surgical complication which may be triggered by vagi-
nal brachytherapy because of pressure required at vaginal
cuff for proper delivery of radiation. This can be success-
fully anticipated and avoided if the brachytherapist is aware
of this happening after robotic laparoscopic surgery.
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Fig. 1. Brachytherapy planning CT scan images in 3 planes show the cylinder which is abutting the sacrum having passed through
the vaginal dehiscence 
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