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Abstract 
Purpose: To explore the possibility of intraoperative transrectal ultrasound (TRUS)-based dose verification in trans-

perineal brachytherapy (BT) with iodine-125 (125I) seeds for prostate cancer. 
Material and methods: Fifteen patients with prostate cancer were treated using BT with 125I seeds. Post-implant 

TRUS and computed tomography (CT) images were imported into treatment planning system (TPS) for dosimetry. Do-
simetry parameters, including minimum dose received by 90% of the volume (D90), percentage of the volume receiving 
100% of prescribed dose (V100), and percentage of the volume receiving 200% of prescribed dose (V200) were calculated 
based on TRUS and CT images, separately. The D90 value of TRUS-based dosimetry was transformed to its expected 
value. Comparisons of the dosimetric parameters between post-operative verification and preoperative plans were 
made by paired t-test. One-way ANOVA model was used to assess the differences in preoperative plans. Agreements 
were evaluated between the preoperative planning and post-operative actual dose parameters using Bland-Altman 
analysis.

Results: In total, 825 of 125I seeds were implanted successfully in 15 patients. In TRUS-based dosimetry, 674 seeds 
(81%) were identified clearly in TRUS-based images, and the expected value of D90 parameter showed no significant 
differences compared with the preoperative planning and CT post-operation results (p > 0.05). In CT-based dosimetry, 
810 seeds (98%) were identified clearly in CT-based images, and there was good consistency of D90, V100, and V200 val-
ues (p > 0.05). Post-implant CT-based dosimetry indicated that 125I seed implantation had fulfilled the expected plan. 

Conclusions: Intraoperative TRUS can be used for dosimetric verification of BT for prostate cancer. 
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Purpose 
Brachytherapy (BT) is a standard treatment for pa-

tients with localized prostate cancer. BT monotherapy 
is regarded as a highly efficacious and convenient treat-
ment option for low- to intermediate-risk prostate can-
cer. It is safe, minimally invasive, and effective, with few 
complications, produces low radiation pollution, and 
offers convenient protection, among other advantages 
over other treatment options [1,2]. Post-implant evalua-
tion is essential for the quality assurance of permanent 
radioactive seed implants in BT [3]. The efficacy of BT 
using radioactive seeds depends on several procedural 
factors, such as transrectal ultrasound (TRUS) imaging, 
magnetic resonance imaging (MRI), computed tomogra-
phy (CT) quality, surgical skill of clinicians, placement of 

needles at desired positions, seeds’ deposition at planned 
location, and prevention of seed movement or migration 
[4]. The biological effect produced by radiotherapy is di-
rectly determined by the dose of absorbed radiation by 
tumor tissue. The actual radiation dose of the tumor and 
surrounding organs is the most direct and important fac-
tor affecting therapeutic effects and complications of BT. 
Post-implant dosimetry is the gold standard in the assur-
ance of implant quality. Moreover, the implant quality 
of seeds can be assessed by performing dosimetry with 
parameters, such as D90, V100, and V200 of whole prostate 
for analysis [5]. 

At present, CT-based dosimetry is recommended as it 
can display the prostate as well as the seeds [6]. Howev-
er, in CT-based dosimetry, seed implant adjustment can-
not be performed unless a second surgery is performed.  

Address for correspondence: Yuan Li and Huichuan Jiang, Department of Urology, Xiangya Hospital,  
Central South University, No. 87 Xiangya Road, Changsha City, Hunan Province 410000, P. R. China,  
phone: + 86-731-89753011,  e-mail: yuanlixy@csu.edu.cn (Yuan Li), jhc125755@126.com (Huichuan Jiang) 

Received: 18.12.2019 
Accepted: 20.07.2020 
Published: 21.08.2020

https://pubmed.ncbi.nlm.nih.gov/28346805/
https://pubmed.ncbi.nlm.nih.gov/19570619/
https://pubmed.ncbi.nlm.nih.gov/22727473/
https://pubmed.ncbi.nlm.nih.gov/27525121/
https://pubmed.ncbi.nlm.nih.gov/29441093/
https://pubmed.ncbi.nlm.nih.gov/10656396/
mailto:yuanlixy@csu.edu.cn
mailto:jhc125755@126.com


Journal of Contemporary Brachytherapy (2020/volume 12/number 4)

Changzhao Yang, Zhengtong Lv, Lingxiao Chen, et al.328

In addition, CT-based dosimetry has been found to be 
insufficient, and the prostate edge is difficult to identify, 
particularly because of the interference of artifacts pro-
duced by implanted seeds. In this case, TRUS-based do-
simetry might be an alternative method. There is a small 
number of reports comparing the consistency between 
TRUS-based and CT-based dosimetry, and few reports 
have ever studied intraoperative TRUS-based dosimetry 
of BT for prostate cancer [7,8,9,10]. The purpose of this 
study was to investigate the possibility of intraoperative 
TRUS-based dosimetry of BT for prostate cancer. 

Material and methods 
Patients’ characteristics 

This study was approved by the ethic commit-
tee of Xiangya Hospital, and all a written consent was 
obtained from every patient. All patients underwent 
an evaluation before BT, including a detailed history, 
physical examination, pelvic CT or MRI imaging, chest 
X-ray, abdominal ultrasonography, prostate biopsy, 
and bone scanning. Eligibility criteria were as follows: 
clinical tumor stage T1 or T2, Gleason score < 8, prostate 
specific antigen (PSA) < 20 ng/ml, and no evidence of 
gross extracapsular extension, regional node involve-
ment, or metastatic disease. Exclusion criteria included 
excessively large prostate volume (> 60 cm3), history of 
transurethral prostatectomy, history of pelvic radiother-
apy or multiple pelvic surgeries, severe diabetes and 
other systemic diseases, history of neoadjuvant andro-
gen deprivation therapy, or prominent middle zone of 
prostate [11]. The preimplant CT or MRI imaging data 
were used to evaluate the risk of potential interference 
with needle insertion by the pubic bone. 

Preimplant plan 

The preimplant plan was carried out 1 week before 
seed implantation in the treatment planning system (TPS, 
Prowess Panther Brachy version 5.0) with the patients 

in the dorsal lithotomy position under TRUS guidance. 
Transverse images of the prostate from base to apex were 
scanned with a 5 mm slice thickness, and all collected 
images were imported into the TPS. Axial and sagittal 
ultrasound images of the prostate were reconstructed by 
the TPS. After setting tumor matching peripheral dose 
(MPD) and analyzing maximum tolerance doses of im-
portant tissues and organs around the target area, the 
proper positioning of iodine-125 (125I) radioactive seeds 
was designed. The minimal peripheral dose (MPD) was 
prescribed as 145 Gy (TG43) and was planned to cover 
99% or more of the PTV, with a 5-mm margin in all direc-
tions except posteriorly, where the margin was restricted 
to 2 or 3 mm. According to the standards recommended 
by the American Brachytherapy Society, the MPD was es-
tablished as 145 Gy, with limitations in periurethral tissue 
D5 to < 150 Gy and in rectum D1cc to < 145 Gy [12]. 

Implant procedure 

Cross-sectional images of the prostate were taken by 
TRUS (HI VISION Avius, Hitachi, Japan) and imported 
into the TPS. An intraoperative implant plan was pro-
duced again instantly before seed implantation. A pre-
scribed dose was planned to cover over 95% of the target 
volume. Seed implants were carried out under general 
anesthesia. The needles containing 125I seeds (6711 model, 
CZB Health, China) with an apparent activity of 0.4 mCi 
and an air kerma strength of 0.508 U (μGy·m2·h-1) were 
used, and the seeds were inserted into the prostate tran-
sperineally through a template for guidance. The seeds 
were implanted one-by-one at the target point through 
the needles using a Mick applicator (Figure 1). 

Postimplant dosimetry 

The appearance and characteristics of the seeds in 
intraoperative TRUS images were divided into four 
categories, according to Jamaluddin et al. (Figure 2A):  
a) Definitely no seed, b) Likely no seed, c) Likely seed,  
d) Definitely seed [13]. In dosimetry, post-implant D90, 

Fig. 1. A) Preimplant radiotherapy plan (a series of axial images was imported into treatment planning system [TPS], with 
prostate gland, and urethra structures reconstructed using the contouring tool), B) Contour of preplant plan in TPS, C) Intra-
operative TRUS images
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V100, and V200 values were calculated by analyzing the in-
traoperative TRUS images imported into the TPS. 

The ultrasound images of the prostate from base to 
apex were scanned again immediately after the proce-
dure on the surgical bed and imported into the TPS to 
immediately evaluate the dosimetry. In post-implant 
dosimetry, post-implant axial CT images of the pelvis 
were completed using a CT scanner (SOMATOM Defi-
nition, Siemens, Germany) at 3.0-mm slice thickness and 
2.5-mm slice spacing, with the patient in supine position 
at the post-anesthesia care unit. The CT images were 
also imported into the TPS to evaluate the dosimetry 
(Figure 2C). 

Statistical analyses 

Application of SPSS version 18.0 was used for statis-
tical analysis and the data was presented as the means  
± standard deviations. P < 0.05 was considered statistically 
significant. Comparisons of the dosimetric parameters be-
tween post-operative verification and preoperative plans 
were made using a paired t-test, and dose parameters in-
cluded D90, V100, and V200. One-way ANOVA was applied 
to assess the differences in preoperative plans, and in the 
TRUS-based and CT-based dosimetry. Data was normal-
ly distributed when t-test and ANOVA was performed in 
SPSS. An agreement was evaluated between the preoper-
ative planning and post-operative actual dose parameters 

Fig. 2. A) TRUS-based identification of implanted seeds  
(a. Definitely no seed, b. Likely no seed [only needle tracks 
are seen as slightly higher echogenicity from the back-
ground], c. Likely seed [higher intensity echogenicity], 
d. Definite seed [higher intensity echogenicity coupled 
with the “comet tail” artifact]), B) TRUS images of seeds 
(different levels of ultrasound images were intercepted 
and imported into treatment planning system [TPS]),  
C) Post-implant CT images of seeds
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using Bland-Altman analysis. The analysis was also car-
ried out using SPSS version 18.0. 

Results 
Patient characteristics 

Fifteen patients consented to participate in this study. 
The average age of patients was 66 years (range, 59-81 
years). The preimplant ultrasound average prostate vol-
ume was 49 cm3 (range, 29-60 cm3). Three patients had 
low-risk prostate cancer, and 12 patients had intermedi-
ate-risk prostate cancer. The characteristics of patients are 
summarized in Table 1. 

Seed implant evaluation 

Computed tomography images demonstrated that the 
125I seed implant had fulfilled the expected plan. In total 
825 of 125I seeds were implanted successfully within all pa-
tients. TRUS-based verification showed highly echogenic 

areas on the ultrasound, which corresponded with “Like-
ly seed” or “Definitely seed” (Figure 2A,C,D). Therefore,  
674 seeds were clearly identified and included in the anal-
ysis. The identification rate of seeds in the TRUS-based 
images was approximately 81%. In the CT-based verifica-
tion, 810 seeds were identified. The identification rate of 
seeds in the CT images was approximately 98%. 

Dosimetry 

The D90, V100, and V200 dosimetry parameters from the 
preimplant plan and post-implant CT-based and TRUS-
based verifications for the 15 patients are listed and sum-
marized in Tables 2-4. Post-implant CT-based dosimetry 
indicated that 125I seed implantation had fulfilled the 
expected plan (Table 5). The comparison of preimplant 
planned and post-implant dosimetric parameter D90 of 
the prostate showed no significant differences between 
TRUS-based and CT-based dosimetry (p > 0.05). One-way 
ANOVA showed no significant differences among the 
preoperative plans and the TRUS-based and CT-based 
dosimetries (Table 6). In the CT-based dosimetry, there 
was good consistency among D90, V100, and V200 (Figure 
3A-C). Figure 3D indicates good consistency between the 
expected value of TRUS-based and actual CT-based do-
simetry in D90. 

Discussion 
Low-dose-rate brachytherapy allows for a higher 

therapeutic radiation dose to the prostate tumor with  
a steep dose gradient to surrounding normal tissues, result-
ing in less damage to surrounding normal tissue, fewer 
complications, mild pain, accurate curative effects, rapid 
post-operative recovery, and easy acceptance of patients 
[2,14]. The therapeutic effects of radioactive seeds are di-
rectly dependent on dose distribution in the target area. 
The accuracy of radioactive seed placement is important 
for optimal dose delivery to the prostate gland, while 
sparing organs at risk [15]. A preimplant plan is need-
ed to design expected dose distribution within the target 
area before implantation. Also, post-implant dosimetry 
is essential to acquire appropriate number and strength 
of sources, which are considerably important to ensure 
clinical efficacy and safety by evaluating curative effects, 
determining the potential need to replant seeds, and pro-
viding scientific data for the analysis of dose-effect rela-
tionships. A major factor interrupting the concordance 
between the intended and actual implant results is seed 
placement accuracy, which is greatly affected by proper 
needle insertion. Other factors determine the accuracy 
of needle placement, such as the therapist’s skills level, 
imaging, and equipment quality as well as the degree of 
prostate immobilization and mobility. A study by Pres-
tidge et al. evaluated the timing of CT-based post-implant 
assessment following permanent transperineal prostate 
brachytherapy, and showed that scans performed at 
30th post-implant day appear to adequately describe the 
time-averaged dose coverage of the prostate [16]. It is best 
to conduct dosimetry immediately or 1 month after the 
procedure. As recommended, the implant quality of BT 

Table 1. Summary of patients and disease cha-
racteristics 

Age (years) 

Mean (range) 66 (59-81) 

Prostate volume (ml)  

Mean (range) 49 (26-60) 

PSA (ng/ml) 

Mean (range) 14.01 (1.08-19.60) 

Clinical T classification 

T1c 2 

T2a 10 

T2b 1 

T2c 2 

Gleason score 

3 + 3 3 

3 + 4 3 

4 + 3 9 

Risk category 

Low 3 

Intermediate 12 

Needles 

N 314 

Mean per patient (range) 21 (14-33) 

Sources 

N 825 

Mean per patient (range) 54 (42-86) 
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can be assessed by performing post-implant CT-based 
dosimetry [17]. In present study, we used Bland-Alt-
man analysis to show the similarity between pre-implant 
TRUS plan and post-implant CT, and to prove the accura-
cy of preimplant plan of TRUS. However, the validity of 
TRUS-based dosimetry during BT procedure for prostate 
cancer remains to be evaluated. 

In this study, 825 of 125I seeds were implanted suc-
cessfully in 15 patients from our center, and 810 seeds 
(98%) were verified by post-implant CT images. We 
considered the possibility of inter-seed effect before the 
study. Safigholi et al. [18] believed that this effect might 
influence dosimetry planning and validation. However, 
we found that the effect was not so dramatic in the CT-
based dosimetry, because there was a good consistency 
among D90, V100, and V200. The consistency of D90, V100, 
and V200 values indicated that the 125I seed implant had 
fulfilled the expected plans. Meanwhile, TRUS-based 
seed verification showed that 674 seeds (81%) could be 
clearly identified in the TRUS images, demonstrating 
that the unclear visualization of seeds in TRUS remains 
a major challenge. After the D90 value from the TRUS-
based dosimetry was transformed to the expected val-
ue, we compared the dosimetric parameters between 
the post-operative verification and preoperative plans. 
The expected value of the D90 parameter showed no 

Table 2. Preimplant and post-implant dosimetric parameters in target volume of 15 patients

No. D90 [Gy] V100 [%] V200 [%]

Pre TRUS Post-CT Pre TRUS Post-CT Pre TRUS Post-CT 

1 146.2 120.8 143.4 98.2 85.4 94.6 54.5 40.5 54.3 

2 145.8 115.5 140.6 96.9 81.5 95.0 54.2 41.3 53.2 

3 147.0 119.8 151.2 95.9 83.3 94.9 55.5 41.2 55.3 

4 146.9 122.5 153.6 98.2 86.3 94.0 53.4 40.7 54.2 

5 147.7 123.2 146.3 95.3 89.3 93.4 55.0 40.9 54.9 

6 148.6 126.5 144.5 95.9 81.3 92.7 53.7 39.7 55.4 

7 145.2 117.3 154.3 95.8 85.8 92.5 55.3 41.1 55.0 

8 149.6 120.0 145.2 98.9 83.0 97.9 54.9 41.5 52.7 

9 148.2 116.2 140.5 96.1 83.1 94.1 53.8 40.0 52.9 

10 145.1 124.7 150.8 95.8 85.4 94.0 54.0 40.3 53.8 

11 146.3 129.8 156.6 99.5 87.8 96.0 54.1 40.6 56.2 

12 149.3 126.2 153.0 96.5 85.6 95.7 54.8 40.7 55.9 

13 148.7 117.7 142.4 96.6 83.1 93.6 54.4 41.0 54.1 

14 147.5 123.0 145.6 95.5 88.7 94.3 54.9 41.1 55.0 

15 148.4 120.6 152.3 96.8 87.1 96.5 54.7 41.4 53.4 

Pre – preimplant plan, TRUS – TRUS-based, Post-CT – post-implant CT-based, D90 – dose received by 90% of the prostate volume, V100, V200 – percentage of the 
prostate receiving 100% and 200% of the prescribed radiation dose 

Table 4. Summary of preimplant planned dosimetry and post-implant dosimetry 

D90 [Gy] V100 [%] V200 [%]

Preimplant planned 147.37 ±1.44 96.79 ±1.30 54.52 ±0.49 

TRUS-based 123.52 ±5.62 85.11 ±2.49 40.78 ±0.49 

TRUS-based expected value 150.07 ±4.71 – – 

Postimplant CT-based 148.02 ±5.33 95.86 ±1.66 53.40 ±0.83 

Table 3. The D90 dosimetry parameter of TRUS 
expected value 

No. D90 [Gy]

TRUS Percentage Expected value 

1 120.8 0.83 145.5 

2 115.5 0.81 142.5 

3 119.8 0.79 151.7 

4 122.5 0.82 149.3 

5 123.2 0.84 146.7 

6 126.5 0.83 152.4 

7 117.3 0.78 150.5 

8 120.0 0.82 146.3 

9 116.2 0.79 147.1 

10 124.7 0.83 150.2 

11 129.8 0.85 151.4 

12 126.2 0.84 150.3 

13 117.7 0.80 147.1 

14 123.0 0.81 151.8 

15 120.6 0.83 145.3 

Percentage – percentage of seeds identified, expected value – TRUS/percentage 
of seeds identified 
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Table 5. Comparison of preimplant planned and post-implant CT-based dosimetric parameter of the prostate 

D90 V100 V200 

Preimplant planned 147.37 ±1.44 96.79 ±1.30 54.52 ±0.49 

Post-procedure CT-based 148.02 ±5.33 95.86 ±1.66 53.40 ±0.83 

T-value –0.43 1.69 0.52 

P-value 0.67 0.11 0.61 

Table 6. Comparison of preimplant planned and 
post-implant D90 dosimetric parameter of the 
prostate 

Group D90 

A Preimplant 
planned 

147.37 ±1.44 

B Post-implant 
TRUS-based 

expected value 

150.07 ±4.71 

C Post-procedure 
CT-based 

148.02 ±5.33 

One-way ANOVA: F, p 0.39, 0.67 

T-test: t, p A vs. B –1.3, 0.19 

A vs. C –0.43, 0.67 

B vs. C 0.44, 0.66 

significant differences compared with the preoperative 
planning and CT post-operative values. This result in-
dicates that ultrasound images can be used for pros-
tate brachytherapy post-implant assessment. We used 
Bland-Altman analysis to demonstrate the similarity be-
tween pre-implant TRUS plan and post-implant CT, and 
to prove the accuracy of preimplant plan of TRUS (Figure 
3A-C). As the mean increased, more and more seeds had 
improved the spatial structure, which reduced differenc-
es. The number of seeds detected by post-implant TRUS 
was less than that of post-implant CT. Therefore, the 
expected D90 in post-implant TRUS was compared with 
post-implant CT as shown in Figure 3D. The consistency 
was satisfactory. Therefore, if the D90 value of the TRUS-
based dosimetry was transformed to the expected val-
ue, dosimetry assessments could be performed between 
ultrasound and CT verification. This approach is an ex-
ploratory attempt, underlying assumption that each seed 
contributes linearly to the D90. It is not the most accurate 
and ideal method to calculate the ratio of seeds found by 
intraoperative ultrasound, but this calculation considers 
the proportion of seeds found. At the same time, the in-
fluence of spatial distributions can mainly be reflected in 
an intraoperative ultrasound dose verification, although 
it cannot be accurately calculated. 

We performed CT scans and ultrasound immediate-
ly after the procedure, and the TRUS prostate volume 
showed a minor difference when compared with the 
preimplant ultrasound volume for each patient. The 
CT scan-determined volume was slightly greater than 
the volume determined by the preimplant ultrasound.  

It might be that prostate enlargements are not be visible 
immediately after the surgery. 

In clinical practice, TRUS-based dosimetry has some 
important advantages over CT-based dosimetry. CT-
based dosimetry cannot be used to compare the locations 
of implanted seeds with those from a preimplant plan, 
because of changes in body position in post-implant CT 
images. Also, post-implant CT cannot readily allow for 
adjusting seed implants once they are established. In con-
trast, intraoperative TRUS-based dosimetry cannot only 
be carried out in real time but allows seed implant ad-
justment when real-time dosimetry is found to be insuffi-
cient. Moreover, the implant procedure is very safe, as the 
patient is in a constant position during the procedure, and 
most notably, the prostate and urethra are well visualized 
in TRUS images. Additionally, needle placement can be 
followed in real-time during insertion, which allows the 
adjustment of subsequent needle positions to compensate 
for any improper needle placement [19]. Overall, TRUS-
based dosimetry is reliable and sufficiently flexible for 
intraoperative dosimetry evaluation. 

There are some limitations of this study. First, the 
number of patients was small, which limits the statisti-
cal significance of the outcomes. Second, this study was 
a single-center experience, not a prospective multicenter 
research. Additionally, TRUS-based source identification 
presents the disadvantage of low sensitivity because of 
relatively poor tissue contrast resolution, estimated be-
tween 51% and 83% [20]. The results show that the poor 
visualization of seeds in TRUS remains a major challenge. 
The main goal of the present study was to explore the 
possibility of utilizing single ultrasound-base dosimetry 
during the procedure. However, only a majority (81%) 
of the seeds could be observed by ultrasound due to the 
limitation of image quality. We could speculate that “ma-
jority” or “81%” is sufficient for a single ultrasound-base 
dosimetry, and the general distribution of seeds could 
be guaranteed according to the detection of ultrasound. 
Obviously, a single ultrasound-base dosimetry needs 
large and multicenter study to confirm its validity. It is 
possible that seed identification could be improved with 
various methods, such as addition of sagittal imaging, 
which could enhance visualization. Moreover, using  
a 3-dimensional view of the needle tracks and its interpo-
lation capability could enhance seed identification rate. 
The quality of images is also critical for dosimetric anal-
ysis. Therefore, we hypothesized that it is possible that 
real-time intraoperative seed identification could be more 
precise with future technological improvements. 
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Fig. 3. Bland-Altman plot showing the scale from the average of preimplant plan to dosimetry parameters with limits of agree-
ment (LoA) (broken lines). Bland-Altman plot of the difference between preimplant and post-implant of CT-based D90 (A),  
V100 (B), and V200 (C). Figure D shows good consistency between expected value of TRUS-based and actual CT-based dosimetry in D90 
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              Mean of preimplant planned D90  
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              Mean of preimplant planned V200  
             and post-procedure CT-based V200 

 94 95 96 97 98 99
              Mean of preimplant planned V100  
             and post- procedure CT-based V100

 140 145 150 155 160
              Mean of TRUS-based D90 and CT-based D90

Conclusions 
The present study indicates that a single TRUS-based 

dosimetry can be used for a post-implant assessment of 
prostate brachytherapy. Compared with CT-based do-
simetry, TRUS-based dosimetry can be conveniently per-
formed in real-time. In addition to CT, TRUS is a valuable 
dosimetry method in prostate cancer brachytherapy.
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