**INTRODUCTION**

Endovenous laser ablation (EVLA) techniques for the treatment of truncal vein incompetence, both with 1470 nm and 1940 nm lasers, proved to be effective. With their short- and medium-term outcomes they are at least as effective as traditional surgical procedures of high junction ligation and saphenous vein stripping.

Laser energy exposure induces thermal injury of the vein wall as well as boiling the water around the probe, which results in vein wall destruction, vein shrinkage, and effective vessel occlusion [1].

The 1940 nm laser, with its higher water affinity, is identified as having an ideal wavelength to produce selective damage with greater safety and lower incidence of adverse effects when compared to a 1470 nm laser. According to the previously performed research, it is claimed that lower power and lower linear endovenous energy density (LEED) are satisfactory when using the 1940 nm laser because water has a greater affinity for this wavelength [2]. Simultaneously, the shallower penetration depth of the 1940 nm wavelength into the vein wall and surrounding tissues at least theoretically gives the possibility of the safe application of much larger amounts of energy in the limited area around the probe [3]. In recently published research, Whiteley et al. reported that in a porcine liver model there was no significant difference in thermal spread between 1470 nm and 1940 nm laser devices at powers of 6 W, 8 W, and 10 W. Surprisingly, in the same study, significantly more carbonisation was found with the 1940 nm laser compared to 1470 nm laser [4]. This differs from the previous observations from lower wavelength laser studies. In a paper published in 2010, Amzayyb et al. reported that the thickness of carbonized blood deposited on fibres during 810, 940, and 1470 nm EVLA procedures correlated positively with delivered energy (LEED) and not with the wavelength [5].

In the case of highly water-absorbed laser radiation, convection and boiling play a major role in the process of heat transfer. As the water absorption for the 1940 nm wavelength is more effective than for 1470 nm, the higher wavelength has lower penetration and was more efficient especially in the very small inner vein diameters (vein lumens as small as possible, i.e. veins emptied of blood), so the proper tumescence procedures are crucial when using 1940 nm laser devices, not only for the procedure safety but also its efficacy [6].

In the case of improper contact of the probe with the inner layer of the vein wall, lower energies suggested for 1940 nm laser ablation, due to the insufficient LEED, may result in lower vein occlusion rates comparing to the 1470 nm wavelength laser [7].

As documented in the previously performed studies, endovenous ablation procedures appear to be a more efficient therapy by the combination of higher laser power and faster pullback velocity than by the inverse combi-
nation, when the declared LEED is the same [8]. On the other hand, it has been reported that commonly used parameters of EVLA (wavelength, administered energy, and outcome definition) have no influence on the treatment success rate [9]. However, these conclusions are unacceptable to practicing phlebologists, and they have been met with balanced comment [10].

One of the possible complications of endovenous laser technology is thermal injury and vein wall perforation by the laser fibre, which happens more often in the case of the bare fibre application. The use of the radial fibre and continuous radial dispersion of the energy inside the vein lumen significantly decreases the risk of this kind of complications. However, the possible carbonisation on the fibre surface as well as the possibility of sticking of the probe to the vein wall surface can, at least potentially, lead to local thermal injury of the vein wall and perivenous tissues also in the case of the use of modern laser fibre technology. In this paper, we describe the case of unscheduled anterior accessory saphenous vein (AASV) stripping during 1940 nm endovenous ablation.

CASE REPORT

A hybrid procedure was planned in a 54-year-old female patient with recurrent varicose veins. According to the medical history, the patient had undergone crossectomy of the saphenofemoral junction and stripping of the great saphenous vein (GSV). She had also suffered from superficial vein thrombosis in the location of the varicose veins. In the preoperative ultrasound, the short (1 cm) saphenous vein stump generated reflux, which was transferred via the neovascularisation vessels in the groin region to the residual AASV trunk present in the upper one-third of the thigh (proximal diameter 6 mm, vein length 18 cm) generating varicose veins in the anterior part of the thigh. Below this point, the reflux from the varicose veins (fed by AASV) was also transferred to the residual incompetent GSV (present from the level of the mid-thigh, with diameter 5–8 mm) and to the varicose veins on the medial surface of the calf (Fig. 1).

Endovenous laser ablation was performed using a diode laser source (Biolitec Leonardo 1940) with a wavelength of 1940 nm, power of 8 W, and LEED of 80 J/cm. The amount of energy used by us to close the treated veins during the procedure was related to our experiences from the earlier application of the lower energy, which did not guarantee a sufficient closure rate (paper manuscript in preparation, data not published yet). Both the GSV and AASV veins were accessed via percutaneous route from the caudal aspect using a 21-gauge (G) needle under local anaesthesia and ultrasound (US) guidance.

Tumescent anaesthetic solution, which was prepared using 25 ml of 2% lidocaine, 500 ml 0.9% NaCl, 10 ml 8.4% sodium bicarbonate, and 0.5 mg adrenalin, was administered around the treated vein using 19 G needles under US guidance (100 ml per 10 cm of the treated vein length). Before administration of tumescent local anaesthesia, a 2-ring laser fibre, which was attached to the 1940 nm diode laser generator, was advanced through the catheter and placed in the proximal end of the GSV and then the proximal end of the AASV.

There were no technical difficulties during the laser ablation of the GSV. Laser energy was delivered in the total amount of 2857 J on the length of 46 cm.

During the AASV laser ablation, after pulling out about 10 cm of the fibre, significant resistance was noticed which prevented further withdrawal of the fibre. After an interruption of the laser energy emission, the laser fibre with its tip was released with gentle movements forward and backward, and then laser ablation was continued. After vascular sheath removal, during the removal of the tip of the laser fibre strong resistance was felt again, and the skin around the insertion site was bulged. Overcoming the resistance, the tip of the fibre was removed together with the evolved AASV (Fig. 2).

Having examined the tip of the fibre we found that the proximal part of the vein glued to it and the vein wall in this segment was charred (Fig. 3).

The remaining 6 cm section of the vein wall appeared unchanged, and there was no carbonization on the laser fibre tip. The delivered laser energy to the 18 cm AASV.
length was 1178 J. In the performed US after unexpect-
ed striping of the ASSV we did not notice any significant bleeding or local haematoma, and the groin tissue was compressed by the previously injected tumescent anaes-
thesia.

After the laser procedure, foam sclerotherapy was per-
formed: under US guidance 6 ml of 3% aethoxysklerol in
the form of foam was administrated to the neovascular-
isation veins in the groin, filling the refluxing vessels as
well as the GSV stump (due to the length of only 1 cm, the
GSV stump was not closed by laser ablation).

After the procedure, compression therapy was applied
(CCL-2 stocking), and the patient received antithrombotic
prophylaxis with subcutaneous doses of LMWH.

During the post-operative observation, we investigat-
ed only slight subcutaneous haematoma in the groin that
disappeared within 3 weeks. The follow-up colour Dop-
pler US showed proper occlusion of the saphenous stump,
trunk of GSV, and neovascularisation veins of the groin.
The proximal part of the AASV was occluded and narrow,
and the vein was invisible (removed) in the distal part.

DISCUSSION

Endovenous laser ablation is an effective, safe, and
easily applicable method that is well accepted by patients
in the treatment of GSV and AASV refluxes. Together
with radiofrequency ablation, EVLA remains one of the
most commonly used methods of truncal varicose vein
therapy, which corresponds with the current guide-
line recommendations [11]. The progress in the laser and
fibre technology resulted in the implementation of the
technical solutions including 1470 nm or 1940 nm lasers
as well as radial fibres. Due to the high safety and very
high efficacy, in many centres 1470 nm laser ablation has
become the standard of care. Paveli et al. reported that 10
years after EVLA with a 1470 nm wavelength laser in 203
patients, only one recanalization (0.5%) of the treated
GSV trunk was observed in an otherwise asymptomatic
patient, and up to 98% of patients were asymptomatic or
significantly improved after EVLA. Complications, such
as transient thrombophlebitis in 1.5% and paraesthesia in
0.5%, were also reported [12]. After preliminary research
in the animal model as well as clinical implementation in
the phlebology centres, now new data concerning the
clinical efficacy of the new wavelengths including 1940
nm are coming.

Viarengo et al. performed EVLA with the 1940 nm
wavelength laser in 41 patients and reported 100% initial
complete occlusion of the vein trunk, but the late success
rate was 95.1% (the average follow-up time was 803 days),
and 2 recanalizations were observed around 12 months
after ablation [6].

Both 1470 nm and 1940 nm laser technology, together
with radial fibres, are characterized by the low rate of the
peri procedural complications, including mostly postop-
of the vein wall during unexpected stripping meant that the applied energy did not reach the perivenous tissues of the extruded vein (Fig. 4).

CONCLUSIONS

Despite this complication observed in our clinic, the final effect of the hybrid treatment was highly satisfactory, and we are still convinced that EVLA as a minimally invasive method is effective and safe, giving excellent results.

The authors declare no conflict of interest.

References

10. Whiteley MS. If it looks like a duck, swims like a duck, and quacks like a duck, then it probably is a duck. What “The Duck Test” tells us about systematic reviews and meta-analyses of LEED and other EVLA parameters. Eur J Vasc Endovasc Surg 2019; 58: 243.